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SECTION IX - CHAPTER 25 

1 .o 

2.0 

SANITARY LAGOON ENVIRONMENTAL SAMPLING PROCEDURE 

PURPOSE 

This chapter provides the procedures to be used to collect liquid 
samples from the Argonne National Laboratory-West (AWL-W) sanitary 
lagoons for a variety of subsequent analyses. 
procedures will ensure that ANL-W meets sampling comitments out- 
lined In DOE Orders 5400.1, 5400.5. and 5400.6. In addition. use 
of these procedures will provide assurance that sample integrity is 
maintained from the time of collection in the field until the time 
of analysis. Normally, sanitary lagoon samples are to be collected 
in conjunction with the collection of Industrial waste pond samples 
(see Chapter 24. Section IX. of this manual). 

The use of these 

GENERAL 

Sanitary lagoon samples are collected for several types of analy- 
ses. 
collection points are as follows: 

The analytes and corresponding sampling frequencies and 

2.1 

2.2 

2.3 

ANALYTES: PRIMARY LAGOON 

Alpha activity Beta activity 
Gama-emitting nuclides Trl t ium 

frequency: Monthly (April through October) 

ANALYTES: SECONDARY LAGOON 

Gama-emitting nuclides Low- level plutonium 

Frequency: 

Cadmium PH 

Semi-annual ly (Apri 1 and October) 

ANALYTES: SECONDARY LAGOON and BLDG. 778 LIFT STATION 

Biological Oxygen Demand (BOD) VH 
Suspended Sol ids 

Frequency: Monthly (April through October) 

Dissolved Oxygen (00) 

In addition to directing the collection of the samples described 
above. Environment. Waste Management (EM) personnel shall also: 

(1) Take monthly (April through October) pH and/or dissolved 
oxygen (00) readings, as applicable. 

I 
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(2) Collect trip blanks, equipment blanks. and field duplicates as 
described in 3.1. 

3.0 REQUIREMENTS 

3.1 Trip blanks, equipment blanks, and field duplicate samples 
shall be collected. 
this manual, f o r  the procedures to be used to collect these 
samples. 

3.1.1 Trip blanks 

a. 

Refer to 3.3. Chapter 6, Section I X .  of 

One 1-liter trip blank will be prepared each 
month. This trip blank will cover the monthly 
samples collected at both the sanitary lagoon 
sources and at the industrial waste pond and Is 
also referred to in 3.1.1.a. Chapter 24, 
Section IX, of this manual. 

A trip blank will be prepared for both the 
April and October low-level plutonium, gamma- 
emitting nuclides samples. A single 1-gallon 
trip blank will represent both the sanitary and 
IWP samples. 
referred to in 3.1.1. Chapter 24, Section IX. 
of this manual. 

I 

I 

b. 

This is the same trtp blank 

3.1.2 Equipment Blanks 

a. One 1-liter equipment blank shall be collected 
while at the sanitary lagoon in April of each 
year. 
listed in 2.1. 

the April and October low-level plutonium, 
gama-emitting nuclide samples due to the low 
probability of this type of Inadvertent 
contamination. 

It shall be analyzed for the analytes 

b. An equipment blank will not be collected for 

3.1.3 Field Ouplicates 

a. One 1-liter field duplicate shall be collected 
at the primary lagoon in April of each year. 
It shall be collected, handled, and analyzed 
following the procedure used for the true 
sample. see 3.2. 

Field duplicates shall be collected monthly in 
conjunctlon with the samples collected in 3.4. 
This collection is explained in 3.4. 

b. 
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3.2 ANALYTES LISTED IN 2.1 WILL BE SAMPLED AS FOLLOWS: 

3.2.1 

3.2.2 

3.2.3 

3.2.4 

3.2.5 

3.2.6 

3.2.7 

Section I X  
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The appropriate number o f  pre-cleaned one-11 t e r  
polyethylene b o t t l e s  must be obtained by EWM from 
Stores p r i o r  t o  the planned sampling. I f  pre- 
cleaned b o t t l e s  are not available. non-cleaned 
polyethylene b o t t l e s  can be used i f  cleaned by ANL-W 
Analy t ica l  Laboratory (AL) personnel. Cleaning 
involves r i n s i n g  a b o t t l e  with a 1:1 so lu t i on  o f  
n i t r i c  ac id  and deionized (01) water, fol lowed by 
r i ns ing  the b o t t l e  with D I  water twice. 

Once the sample bo t t l es  leave stores or the AL, they 
sha l l  be under the d i r e c t  custody of EW or be 
locked i n  a secure area maintained by EWM. 

Before leaving fo r  the sample s i te ,  EWM sha l l  ob ta in  
the required number o f  sample numbers from the EWM 
Chain-of-Custody (COC) log. The next ava i lab le  
sample numbers (AWL-#-last two numbers o f  the year) 
i n  the Chain-of-Custody (COC) log  s h a l l  be assigned 
t o  the samples t o  be collected and s h a l l  be recorded 
on the appropriate sample labels, i n  the Environ- 
mental Monitoring (EM) f i e l d  log  book, i n  the COC 
log, and. i f  one i s  used, on the sample analysis 
request form. 

P r io r  t o  leaving f o r  the sample s i tes,  EW sha l l  
ca l i b ra te  the portable pH/DO meter. 
procedures sha l l  be followed i n  accordance w i th  the 
manufacturers tnst ruct ions and s h a l l  be recorded i n  
the EM f i e l d  log  book. 

EWM sha l l  meet w i th  the Plant Services (PS) repre- 
sentative a t  the time previously agreed upon. EWM 
sha l l  b r ing  a l l  items required fo r  sampling (see 
Attachment 1) except the extension rod; t h i s  w i l l  be 
brought by the PS representative. 

EWM sha l l  observe the sample c o l l e c t i o n  by PS 
personnel, ass i s t  as necessary, and record data i n  
the EM f i e l d  l o g  book. 

Sample c o l l e c t i o n  involves the fo l lowlnq:  

a. 

A l l  c a l i b r a t i o n  

Mentally d l v ide  the lagoon i n t o  f o u r  quadrants. 
sample from a d i f f e ren t  quadrant o f  the PRIMARY 
lagoon each sampling period. 
quadrants sha l l  be sampled once i n  a four month 
period. 

Each of the fou r  
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b. Select a sample s i t e  and c o l l e c t  the sample a 
minimum o f  three f e e t  from the shore line. 

Label the b o t t l e  jus t  p r i o r  t o  sample C O l l e C -  
t i o n  with: 

(1) Date 

(2) Time 

( 3 )  

(4) Quadrant sampled 

(5) 

(6) 

c. 

Pond designation ( i n d u s t r i a l  VS san i ta ry )  

Sample number (see 3.2.3 f o r  i ns t ruc t i ons )  

Name o f  person c o l l e c t i n g  the sample. 

d. Co l lec t  the sample (wearing rubber gloves): 

Attach the uncapped b o t t l e  t o  the exten- 
s ion  rod. 

Submerge the b o t t l e  beneath the lagoon 
surface u n t i l  a smal l  amount o f  l i q u i d  
enters the bo t t le .  

Rinse the ins ide  o f  the b o t t l e  w i t h  the 
l i qu id ,  then dump the l i q u i d  out. 

Submerge the b o t t l e  beneath the lagoon 
surface, f i l l  the b o t t l e  w i t h  lagoon 
1 iqu ld.  

Retrieve the sample b o t t l e  and secure the 
cap. 

e. Wash o f f  the e x t e r i o r  o f  the sample b o t t l e  with 
D I  water. 

3.2.8 

3.2.9 

The information recorded on the sample b o t t l e  sha l l  
a lso be recorded i n  the EM f i e l d  log  book. 

The fo l low ing  pH and/or DO readings s h a l l  be taken 
monthly a t  the Indicated san i ta ry  lagoon sources i n  
conjunction w i th  the physical c o l l e c t i o n  o f  the 
above mentioned l i q u i d  samples using procedures 
provided by the Instrument manufacturer. Thls data 
s h a l l  be recorded I n  the EM f i e l d  book. 
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Buitdlng 778 (Llft Station) - pH 
Prlmary Lagoon - pH 
Secondary Lagoon - pH and DO 

A visual check for 011 and grease on the lagoon 
shall be made and recorded In the EM field log book. 

3.2.10 

3.2.11 EWM shall maintain visual contact with the sample 
from time of collection untfl it is taken to the 
AL. If this is not possible: 

a. EWM shall affix a COC seal to the sample bottle 
in such a way that the seal must be broken if 
the sample bottle Is opened. 

b. An ANL-U COC forn is to be filled out by EUM. 

(1) EWH shall slgn In the "Relinquished by: 
(Slgnature)" blank. 

(2) The person asslgned to deliver the sample 
to the AL will slgn In the "Received by: 
(5 i gnature) " blank. 

(3) Thls form will accompany the sample to the 
AL. 

3.2.12 If a CDC fom has not already been initiated, one 
will be Initlated by EW when the sample Is 
delivered to the ANL-W AL. 

3.2.13 Upon delivery to the AL: 

a. The sample deliverer shall sign in the "Relin- 
qulshed by: (Signature)" blank 

b. AL personnel shall slgn in the "Recelved f o r  
Laboratory by: (Signature)" blank and shall 
mark the approprlate boxes. 

E. A copy o f  the COC form, appropriately com- 
pleted, shall be returned to EUM by AL 
personnel. 

3.2.14 The sample shall be split and appropriately pre- 
served by AL personnel inaediately upon receipt. 
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3.3 ANALYTES LISTED IN 2.2 SHALL BE SAMPLED AS FOLLOWS: 

3.3.1 

3.3.2 

3.3.3 

3.3.4 

3.3.5 

3.3.6 

Section IX 
ChaDter 25 

Prior to actual sample Collection an ANL-W Shipping 
Order must be filled out and an authorlzed slgnature 
obtalned by EWM. 

The same procedures as delineated In 3.2.1 through 
3.2.11 shall be followed with the following 
exceptlons: 

a. 

b. 

C. 

d. 

Where one 1-liter sample bottle was used in 
3.2, three 1-gallon polyethylene sample bottles 
shall be used in 3.3. 

The word "sample" In 3.3 will refer to all 
three, fllled. 1-gallon sample bottles. 

Each of the three bottles comprlslng the one 
sample will each be fllled in a different 
quadrant of the SECONDARY lagoon. The fourth 
quadrant, the one that does not get sampled in 
April, shall be one of the quadrants sampled 
during the second sampling in October. 

Enough room must be left In each sample bottle 
to add up to 15 ml of nltrlc acid later. 

The samples shall be preserved to a pH of <2 using 
concentrated nltrlc acid (approximately 5 ml per 
1-gallon bottle) by AL personnel. 

Following preservatlon. a COC seal shall be affixed 
to each sample bottle by EWM in such a way that the 
seal must be broken if the bottle i s  opened. 

At this point a COC form is to be filled out by 
EM. 
rials Supply (MS) and ultlmately ANL-E, being signed 
each time someone new relinquishes responsibillty 
for the sample. The sample shall remain In the 
custody of the person llsted on the COC form or be 
locked in a secure area. 

The sample shall be delivered to MS personnel, who 
shall arrange for a radioactive contamination survey 
of the sample, package, and ship the sample (wlth 
the COC paperwork and the analysls form) to the 
ANL-E Analytical Laboratory. Coples o f  the COC 
form. approprlately completed, shall be returned to 
EWM by both MS personnel and ANL-E AL personnel. 

Thts form will accompany the sample to Mate- 
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a. The samples sha l l  remain i n  the custody of  the 
person l i s t e d  on the COC form or be locked i n  a 
secure area a t  a l l  times. 

w r i t e  " t ransferred t o  Shipping Order I X X X X X " ,  
I n  the "Received by: (Signature)" blank a f t e r  
they s ign i n  the "Relinquished by: (Signature)' '  
blank. 

b. When MS personnel ship the sample. they should 

3.4 ANALYTES LISTED I N  2.3 SHALL BE SAMPLED AS FOLLOWS: 

3.4.1 Four clean, glass, ground-glass stoppered, 500 m l  
containers sha l l  be provided by the Westinghouse 
Idaho Nuclear Company (WINCO) Laboratory. 

Once the sample Containers are del ivered t o  ANL-W. 
they sha l l  be under the d i rec t  custody o f  EWM (or a 
designated a l ternate)  or be locked i n  a secure area 
maintained by EM. 

EWM shal l  c a l l  the Supervisor, Environmental 
Analysis Group, a t  WINCO t o  confirm the date that  
the WINCO cour ier  w i l l  be picking up the samples, t o  
determine when the samples should be col lected. 
This i s  normally the t h i r d  Wednesday o f  each month 
(Apr i l  through October). 

The same procedures as delineated i n  3.2.3 through 
3.2.10 sha l l  be followed, w i th  the fo l low ing  
except ions: 

a. 

3.4.2 

3.4.3 

3.4.4 

Sample bo t t l es  sha l l  be wiped o f f  w i th  paper 
towels ra ther  than washed o f f  fo l lowing sample 
co l lect ion.  

Samples are t o  be taken a t  both the Bldg. 778 
L i f t  S ta t ion  (raw) and secondary lagoon 
( f tnal ) . 
Two (dupl icate) samples are t o  be taken a t  each 
location. In  the secondary lagoon these dup l i -  
cate samples should both be taken from the sane 
spot i n  the same quadrant. The l i f t  s ta t i on  
samples should both be taken from the same 
dipper bucket sample. 

Bot t les a r e  t o  be f i l l e d  such tha t  a small 
amount o f  sample I s  displaced when the stopper 
i s  inserted. Care must be taken not t o  create 
or t rap a i r  bubbles during the sampling 
process. 

b. 

C. 

d. 
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3.4.5 

3.4.6 

The four samples shall be placed In the WINCO sup- 
plied metal shlpplng container. 

EWM shall maintain visual contact with the samples 
from tlme of collectlon until they are locked In a 
refrlgerator accessible only to authorized 
personnel. The samples shall be refrlgerated as 
soon as practical followlng collection. 

EWH shall arrange for a radloactlve contamlnatlon 
survey of the samples. 

The samples are to be refrigerated In the locked EWM 
reftlgerator until the WINCO courier arrlves to pick 
up them up. 
sample bottles. 

When the WINCO courler calls from the ANL-W gate- 
house, EWM wlll take the samples to the gatehouse. 

Upon arrivlng at the gatehouse, EWM shall: 

a. 

b. 

3.4.7 

3.4.0 

No preservatlves are added to these 

3.4.9 

3.4.10 

Allow the guard to inspect the shipping 
container. 

Affix a COC seal to the outslde of the shlpplng 
contalner In such a way that the seal must be 
broken If the contalner I s  opened. 

c. Inltlate a ANL-W COC form. 

tory courler at the ANL-W gatehouse. 

a. 

3.4.11 The samples shall be dellvered to the WINCO labora- 

All COC paperwork shall be completed 

(1) 

( 2 )  

EWH shall slgn In the "Relinqulshed by: 
(Signature) " blank. 

The courler shall slgn in the "Received 
for laboratory by: 
check the approprlate boxes. 

(Slgnature)" blank and 

A completed copy of the COC form shall be glven 
to the WINCO courler; EWM shall keep the other 
copies. 

b. 
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4.0 RESPONS I6 I LIT1 ES 

4.1 ENVIRONMENT, WASTE MANAGEMENT PERSONNEL shall: 

4.1.1 

4.1.2 

4.1.3 

4.1.4 

4.1.5 

4.1.6 

4.1.7 

4.1.8 

4.1.9 

4.1-10 

4.1.11 

Obtain new sample bottles from Stores (except for 
those supplied by WINCO). deliver them to the ANL-W 
Analytical Laboratory f o r  cleaning I f  necessary, and 
dellver cleaned bottles to the sampling site. 

Initiate Shipping Orders, as necessary. 

Arrange for appropriate laboratory analyses o f  the 
lagoon samples. 

Assign unique numbers to each sample physically 
collected. 

Provide assistance and direction to Plant Services 
personnel during all sampling campaigns. 

Implement COC procedures as necessary. 

Arrange for a radioactive contamination survey of 
the samples being sent to WINCO. 

Assure that samples are delivered to the ANL-W 
Analytical Laboratory, Materials Supply, or WINCO 
courier. as appropriate, as soon as possible after 
co 1 lect ion. 

Calibrate and operate the direct reading instru- 
mentation for analysis o f  pH and dissolved oxygen. 

Evaluate data results. 

Provide an annual report of the results to DOE-CH 
and DOE-ID, as well as supply monthly BOD. 00, 
suspended solids, oil/grease. and pH data to the 
Waste Management Engineer for incluslon In the 
Industrial Waste Management Information System 
(IWMIS) report. 

4.2 PLANT SERVICES PERSONNEL shall: 

4.2.1 

4.2.2 

4.3 ANL-W ANALYTICAL LABORATORY PERSONNEL shall : 

4.3.1 

Perform all sanitary lagoon sampling. 

Assist EWM with COC procedures. 

Clean sample bottles provided by EWM. 
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4.3.2 

4.3.3 

Provide materlals for and carry out appropriate 
preservatlon on sanltary lagoon samples. 

Analyze lagoon samples for the analytes llsted In 
2.1 per ANL-W Analytlcal Methods Manual. 

Asslst EWM wlth COC procedures. 4.3.4 

4.4 ANL-E ANALYTICAL CHEMISTRY LABORATORY PERSONNEL shall : 

4.4.1 Provide analytical services for those analytes 
listed In 2.2 per Standard Operating Procedures 
ACL-037 and ACL-072, respectively. 

Asslst EWM wlth COC procedures. 4.4.2 

4.5 MATERIALS SUPPLY PERSONNEL shall : 

4.5.1 Arrange for a radloactlve contamination survey of 
the samples to be shlpped to ANL-E. The survey 
shall be completed prlor to packaglng. 

Package and shlp samples to the ANL-E AL. 

Assist EWM wlth COC procedures. 

4.5.2 

4.5.3 

4.6 HEALTH PHYSICS PERSONNEL shall: 

4.6.1 Perform radloactive contamination surveys an samples 
to be sent off the ANL-W slte. 

5.0 REFERENCES 

5.1 

5.2 

5.3 

5.4 

5.5 

5.6 

DOE Order 5400.1, "General Envlronmental Protectlon Program," 
November 9. 1988. 

DOE Order 5440.5. "Radlatlon Protectlon of the Public and the 
Envlronent," February 8, 1990. 

DRAFT DOE Order 5400.6, "Radlologlcal Effluent Monltorlng and 
Envlronmental Survel llance." September 14, 1988. 

"Test Methods for Evaluating Solld Waste - Physlcal/Chernlcal 
Methods," 3rd Editlon. EPA-SW-846. 

Standard Methods for the Examination of Water and Waste Water. 
f7th edltlon. American Public Health Assoclatlon. 

State of Idaho Regulations, Title 1, Chapter 2, "Water Quality 
Standards and Wastewater Treatment Requirements." 
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ENVIRONMENTAL SAMPLING CHECKLIST 
SANITARY LAGOON 

Call W I N U )  - Cdrollne Fllby - to conflri Suplo plckup, I I o m i l l y  the 
t h i r d  Umdnerday of the M t h .  

Call Plant Servlcer - bwell Binphv - to schodule mapling. Nornally 
8YPle the w n l n p  of tha aay the YlNCO sYPIe$ w i l l  bm Plcked up. 

Signed shipping order (if April or October) 

Analysis request forms 

Field log book 

Sample numbers from COC log 

Chain of  Custody forn(s) 

COC seals 

Indelible marking pen 

Regular pen 

Trip blank(s) Monthly: (1) 1-llter 

Cleaned bottles 

April and October (1) 1-gallon 

Month 1 y : (1) 1-liter 

Additional in April: (3) 1-gallon 

Additional in October: (3) 1-gallon 

(4) 500-ml glass 

(2) 1-liter 

Deionized water 

pH/DO meter - calibrated 
Paper towels 

Rubber gloves - 4 to 6 pair 
Extenslon Rod 
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